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ViDuAl 

COMPARISON  OF  JFTOT  HEATER  TUBE  DEPOSIT  RATING  METHODS 
FOR  THE  EVALUATION  OF  FUEL  THERMAL  STABILITY 


INTRODUCnC*! 

Bie  property  of  thermal  oxidation  stability  describes  the  extent  to 
vftiidi  thermcilly  induced  deocmposition  occurs  in  the  fuel.  This  process  is 
often  acccnpanied  by  the  formation  of  insoluble  reaction  products,  either 
as  a  precipitate  or  as  a  gum  vhich  adheres  to  container  surfaces.  Modem 
aircraft  engine  designs  and  aerodynamic  heating  of  wing  surfaces  place 
more  severe  thermal  stress  on  the  fuel,  increasing  the  likelihood  of  the 
formation  of  insoluble  deposits.  Aircraft  fuel  system  deposits  can  be 
responsible  for  a  variety  of  problems  including  decreased  efficiency  of 
engine  heat  eiohangers,  seizing  of  fuel  control  valves  and  injector 
fouling. 

It  is  toown  that  thermally  initiated  fuel  degradation  is  accelerated 
by  the  presence  of  oxygen  throu^  axitoxidative  processes  involving  free 
radical  chain  reactions.  The  Jet  Fuel  Thermal  Oxidation  Tester  (JFrCT) 
has  been  widely  used  for  the  characterization  of  thermal  oxidation 
stability  of  a  fuel.  In  the  JFTOT,  aerated  fuel  is  pressurized  with 
nitrogen  and  passed  over  a  heated  metal  tube  so  that  the  fuel  is  stressed 
under  conditions  of  hi^  oxygen  availability  and  slowly  increasing 
tenperatures.  The  quantities  of  insoluble  products  formed  under  these 
conditions  constitute  a  measure  of  the  deposit  forming  characteristics  of 
the  fuel.  In  accordance  with  standard  ASTM  D3241  test  procedures(l) ,  the 
formation  of  filterable  insolubles  is  detected  from  changes  in  pressure 
differential  across  a  standard  test  filter  downstream  of  the  heated  tube 
and  the  adherent  insolubles  cure  characterized  by  visual  conparison  with 
color  standards.  The  highly  subjective  nature  of  the  visual  method  of 
rating  heater  tube  deposits  was  revealed  in  a  round-robin  effort  conducted 
by  the  Coordinating  Research  Council (2) .  The  poor  precision  of  visual 
ratings  from  unusual  and  highly  colored  deposits  resulted  in  random  errors 
vhich  were  in  excess  of  the  differences  between  the  values,  thus 
eliminating  any  statistical  significance.  To  increase  the  reliability  of 
the  measurement,  the  Tube  Deposit  Rating  (TDR)  was  developed.  The  TDR  is 
based  on  the  attenuation  of  reflected  white  light  from  the  coated  heater 
tube.  From  compeirisons  with  measurements  of  deposit  thicknesses  by  Auger 
spectroscopy,  Martel  and  Bradley(3)  found  that  neither  the  Visual  Rating 
method  nor  the  TDR  were  adequate  in  rating  tube  deposits.  While  less 
subject  to  operator  judgement  than  the  visual  rating  method,  the  TDR  can 
be  influenced  by  the  optical  properties  of  the  deposit. 

Qucintification  of  tube  deposits  by  combustion  of  carbon  to  carbon 
dioxide  has  been  investigated,  with  the  assumption  that  carbon  constitutes 
the  majority  of  the  deposits.  Taylor(4)  utilized  measurements  of  total 
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carbon  contents  per  vinit  area  per  unit  time  to  stucJy  the  influence  of 
dissolved  oxygen  on  the  rates  of  d^xsit  formation  from  thermally  stressed 
jet  fuels  on  316  stainless  steel  tubes.  The  studies  were  later  extended 
by  Taylor(5)  to  examine  the  effects  of  trace  amounts  of  sulfur-becuring 
corpounds  on  d^sition  rates  and  by  Taylor  and  Frankenfeld(6)  to  include 
nitrogen  coipounds.  Giovanetti  and  Szetela(7)  employed  combustion 
analyses  to  quantify  deposition  rates  from  jet  fuels  stressed  under  a  wide 
variety  of  experimental  conditions  in  a  special  test  apparatus.  Carbon 
was  determined  from  deposits  on  sintered  stainless  steel  filters  and  from 
the  inner  walls  of  heated  316  stainless  steel  tubes.  A  lower  limit  of  200 
micrograms  carbon  on  the  tube  sections  was  reported.  Kendall  and  Mills (8) 
have  shewn  that  the  precision  of  combustion  aneLLyses  conducted  on  standard 
JFTOT  heater  tubes  has  been  limited  by  the  difficulty  with  which 
quantitative  removcil  of  carbon  fron  the  eduminum  surface  could  be 
attedned.  Th^  found  that  the  amount  of  cau±»n  from  stainless  steel  tubes 
generally  exceeded  that  from  ciluminum  tubes  by  a  factor  of  two.  In 
addition,  migration  of  magnesium  in  6061  T6  eilloy  eduminimi  heater  tubes  at 
elevated  temperatures,  has  been  reported  to  catalyze  deposition.  Heater 
tubes  comprised  of  304  stainless  steel  do  not  form  porous  oxide  coatings, 
edlowing  much  lower  detection  limits,  nor  is  magnesium  catalysis 
possible.  Besides  these  limitations  associated  with  the  use  of  aluminum 
tubes,  the  tubes  are  destroyed  during  the  combustion  analysis  and  it 
provides  no  detailed  information  concerning  the  spatial  distribution  of 
the  deposit. 

Two  novel  techniques  for  determining  the  volumes  of  heater  tube 
deposits  have  been  developed.  One  technique,  developed  by  Stavinoha, 
et.al. , (9) ,  is  based  on  measurements  of  the  electrical  insulating 
properties  of  the  deposit.  The  other  method,  developed  by  Darrah, 
et.al. , (10) ,  is  based  on  the  interfererK:e  effect  produced  when 
monochromatic  light  is  reflected  off  the  tube  surface  through  the 
deposit.  Since  these  methods  eire  non-destructive,  we  were  able  to  obtain 
deposit  measurements  from  the  TDR,  dielectric,  interference  and  combustion 
methods  on  each  JFTOT  heater  tube.  In  this  study,  the  results  from  the 
four  methods  are  conpeired. 


EXPERIMEMTAL 
JFTOT  Runs 

Thermal  stressing  of  fuel  samples  was  performed  using  the  modified 
JFTOT  described  earlier  by  Hazlett,  et.al. (11).  Five-inch  304  stainless 
steel  heater  tubes  were  employed  to  achieve  a  more  gradual  increase  in 
tenperature,  greater  reactive  metal  surface  area  and  to  facilitate  the 
combustion  analysis.  In  order  to  ensure  sufficient  quantities  of  material 
for  combustion  analysis,  run  times  were  increased  to  300  minutes.  Under 
these  conditions,  at  a  maximum  fuel  flow  rate  of  approximately  three 
milliliters  per  minute,  the  residence  time  of  the  fuel  in  the  heater  tube 
holder  was  approximately  28  seconds.  Appreciable  amounts  of  filterable 
ij^lubles  would  substantially  reduce  the  fuel  flow  rate  through  the  test 
filter  arxi  increase  the  contact  time  of  the  fuel  with  the  heated  tube 
surface.  As  a  result,  the  stress  on  the  fuel  would  be  increased  be;^’ond 
the  normal  limits  of  the  test  and  erroneously  high  levels  of  insolubles 


could  be  produced.  Fuel  flow  rates  were  therefore  maintained  at  or  above 
2.5  TTlv'min  by  bypassing  the  test  filter  when  the  flow  rate  dropped  below 
that  point.  Tests  were  conducted  at  maximum  heater  tube  tenperatures  of 
260,  270,  280  and  310*C. 


Tube  D^xsit  (teasurements 

Spun  TOR  measurements  were  taJcen  with  an  Alcor  Mark  9  tube  deposit 
rating  device.  Ihe  TER  is  based  on  the  measurement  of  the  attenuation  of 
reflected  vrtiite  light  by  a  photocell;  thicker  coatings  increase  the  TDR 
while  a  cle2ui  tube  surfcioe  gives  a  reading  of  zero.  The  instrument  was 
ced-ibrated  in  accordance  with  the  maraifacturer's  instructions,  using  a 
calibration  tube  supplied  with  the  instrument  having  kncvn  reflectcince 
coatings.  Readings  were  taken  on  heater  tubes  before  and  after  stressing 
at  two  millimeter  intervals  over  the  120  mm  heated  length.  To  obtain  a 
meetsure  of  the  changes  in  reflectance  due  to  the  deposit,  differences 
between  the  initiad  and  final  TDR  vailues  at  each  location  were 
cadculated.  The  sum  of  these  TDR  changes  constituted  the  total  delta  TDR, 
which  was  used  as  an  indication  of  the  total  amount  of  deposit  on  the 
tube. 

Volume  meaisurements  were  performed  by  Southwest  Research,  Inc. ,  using 
their  dielectric  measuring  device.  Central  to  this  technique  cure  the 
assunptions  that  an  organic  deposit  will  behave  as  an  electrical  insulator 
and  that  all  typicsil  d^x)sits  have  similar  dielectric  strengths.  VJhen  a  , 
voltage  potential  is  applied  across  the  tube  deposit,  it  acts  as  an 
electrical  insulator  until  the  potential  reaches  the  level  at  which  the 
organic  material  comprising  the  coating  breaks  down.  At  that  point,  the 
coating  ceases  to  act  as  a  dielectric  insulator  and  current  begins  to  flow 
throu^  the  coating.  The  dielectric  breakdown  was  determined  by 
increasing  ein  applied  voltage  potenticil  across  the  coating  at  a  controlled 
rate  while  monitoring  the  current  drain.  Deposit  thicknesses  were 
Ccilculated  from  an  enpirically  determined(9)  proportionality  factor,  which 
relates  the  dielectric  breakdown  voltage  to  deposit  thickness.  Since  the 
potential  was  applied  through  a  stylus  which  is  placed  on  the  outside 
surface  of  the  coating,  the  precision  of  the  measurement  could  be  e>pected 
to  be  reduced  with  very  thin  coatings.  The  nature  of  the  measurement 
precludes  spinning  of  the  tube  to  average  out  variations  in  thickness 
euxund  the  tube,  so  the  side  of  the  tube  with  the  thic.k2st  coating  was 
taken  as  a  reference  point  i.e.,  zero  degrees.  Measurements  were  obtained 
at  2  mm  intervals  down  the  tube  at  0,  90,  180  and  270  degrees,  providing 
four  sets  of  thickness  measurements  for  each  tube.  At  each  location,  the 
readings  were  averaged  and  used  to  calculate  the  total  deposit  volume. 

Deposit  thickness  measurements  by  interferometry  were  obtained  by 
Geo-Centers,  Inc.,  using  the  apparatus  they  had  developed.  Monochromatic 
light  having  a  wavelength  of  680  nm  was  directed  onto  the  coated  tube  in  a 
direction  perpendicular  to  the  surface  through  a  fiber  optic  assembly 
which  contained  both  the  source  and  detector  optics.  The  light  intensity 
measured  in  this  technique  represents  the  quantity  of  light  which  emerged 
through  the  coating  after  reflecting  off  the  metal  tube  surface.  Since 
there  is  a  Icirge  difference  in  the  refractive  indices  between  the  air  anei 
the  deposit,  the  reflected  light  wave  undergoes  a  phase  change.  As  a 


consequence,  the  emergent  wave  interferes  constructively  or  destructively 
with  the  incident  wave,  depending  on  the  thickness  of  the  deposit.  As  the 
detector  was  scanned  across  a  d^sosit,  the  light  intensity  changed 
periodicadly  as  the  d^xDsit  thickness  passed  throu^  multiples  of  the 
wavelength  of  the  incident  li<^t.  At  thicker  deposit  thicknesses, 
absorption  of  the  light  by  the  coating  dominated,  limiting  measurement  to 
thicknesses  belcw  approximately  two  microns.  LiJce  the  dielectric  method, 
the  interference  method  is  also  a  static  measurement  which  is  conducted  at 
four  quadrants  down  the  tube  length,  using  the  side  having  the  thickest 
coating  as  the  reference.  Ihe  thicknesses  at  each  tube  location  were 
averaged  and  used  to  calculate  the  total  d^x>sit  volimte. 

Total  carbon  ccxTtents  of  the  tube  deposits  were  determined  after 
ocnpletion  of  the  other  measurements.  Combustion  analyses  were  performed 
with  a  Perkin-Elmer  model  240  elementcil  analyzer.  After  calibration  of 
the  ancilyzer  with  known  oonpcunds,  blank  values  were  obtained  from 
cleaned,  unused  heater  tube  sections.  The  grip  erxis  of  the  heater  tubes 
were  removed  and  the  heated  section  was  cut  into  two  equal  lengths, 
cleaned  by  soaking  in  toluene,  and  analyzed. 


DISOJSSIOI 

The  quantities  of  totcil  CcU±on  from  each  JFTOT  heater  tube,  the  TDR 
values  and  the  deposit  volumes  from  the  dielectric  breakdown  and 
interference  methods  are  given  in  Table  1.  The  TDR  values  represent  the 
summation  of  the  differences  between  the  spun  TDR  values  along  the  heater 
tube  before  and  after  stressing.  The  entries  in  table  1  are  arranged  in 
order  of  decreasing  carbon  content  and  it  can  readily  be  seen  that  poor 
correlation  was  found  between  CcU±ion  content  and  TDR  vcilues.  The  scatter 
plot  of  TCR  values  vs  total  carbon  in  Fig.  1  illustrates  that,  although 
there  is  a  tendency  for  the  heavier  deposits  to  esdiibit  higher  TDR 
readings,  there  was  a  high  degree  of  uncertainty.  This  illustrates  the 
deficiency  of  the  TDR  when  used  quantitatively  in  research  efforts 
undertaken  with  the  JFTOT. 

A  plot  of  the  deposit  volumes  calculated  from  the  dielectric  and 
interference  measurements  vs  total  carbon  (Fig.  2) ,  indicates  that  these 
quantities  are  more  linearly  related  to  carbon  content  than  the  TDR. 

Light  absorption  by  the  thicker  deposits  limited  the  useful  range  of  the 
interference  measurements  to  coatings  containing  less  than  400  micrograms 
of  Ccudxjn.  Close  examination  of  Fig.  2  reveals  that  deposit  volumes 
calculated  from  dielectric  breakdown  measurements  from  thin  deposits  were 
scanewhat  less  than  corresponding  determinations  by  the  interference 
method.  It  is  not  possible  on  the  basis  of  these  data,  to  determine  which 
method  provides  the  best  result  for  the  thinner  coatings. 

Both  of  these  two  new  non-destructive  techniques  provide  a  convienient 
mecins  of  measuring  deposit  thicknesses  at  known  locations  on  non-spinning 
tubes.  Such  techniques  could  be  employed  to  determine  the  relationships 
be^een  deposit  thickness  variations  and  experimental  variations. 

Thickness  profiles  from  interferometry  along  four  sides  of  a  t^^pical 
heater  tube  are  illustrated  in  Fig.  3.  In  this  example,  the  thicl-nesG 
measured  at  0’  was  nearly  twice  that  at  90  and  130  ,  where  tiie  side  ot  the 


tube  having  the  thickest  cieposit  was  designated  cis  0'  and  the  other 
profiles  were  taken  by  indexing  the  tube  in  90*  increments.  In  those 
instances  vrtiere  there  cure  large  radial  Vcuriations  in  thickness,  increasing 
the  number  of  measurements  ctround  the  circumference  would  iricrease  the 
precision  of  the  volume  calculation.  However,  the  high  degree  of 
correlation  with  the  combustion  data  indicates  that,  in  these  experiments, 
the  precision  of  the  deposit  volumes  from  measurements  at  four  locations 
was  ccnparable  to  that  of  the  combustion  data. 

Ihe  degrees  of  correspondence  between  tube  deposit  measurements  from 
these  methods  can  be  quantitatively  e^qjressed  by  performing  regression 
analyses  and  considering  the  linear  correlation  coefficients.  From  the 
regression  correlation  coefficients  given  in  Table  2  the  deposit  volumes 
by  the  dielectric  breakdown  and  the  interference  methods  are  shown  to 
correlate  extremely  well  with  total  carbon  contents  and  with  each  other. 
The  TCR  values  did  not  correlate  with  any  of  the  other  measurements. 

Typical  TCR  profiles  from  two  heater  tubes  having  maxiinum  TDR  values 
of  47  and  28  at  the  locations  of  maximum  tube  temperatures,  are  shown  in 
Fig.  4.  The  TCR  scan  of  the  heavier  deposit  also  contains  a  secondary 
maximum  at  approximately  80  mm.  Conparison  of  the  TCR  plots  with  the 
corresponding  maximum  dielectric  breaJcdown  potentials  of  828.3  and  17.2 
volts  from  the  same  two  tubes  (Fig.  5)  illustrates  the  increased  range  of 
the  measurement  over  the  TCR.  This  illustrates  a  case  in  which  changes  in 
TCR  were  not  proportional  to  the  actual  quantities  of  tube  deposits. 

Carbon  contents  of  the  entire  deposits  on  these  two  tubes  was  381  and  27 
micrograms,  respectively.  The  randan  nature  of  the  correlation  between 
TER  and  carbon  contents  or  deposit  volumes  renders  the  existence  of  any 
systematic  non-linear  relationship  very  unlikely.  The  secondary  maximum 
at  80  mm  was  also  not  apparent  from  the  dielectric  measurements.  This 
type  of  effect  may  have  been  caused  by  light  absorption  by  a  thin,  highly 
colored  deposit  which  resulted  in  cin  erroneously  high  TDR.  There  is  also 
the  possibility  of  interference  effects  arising  from  thin  coatings  with 
thicknesses  in  multiples  of  the  dominant  wavelength  of  the  incandescent 
lairps  used  in  the  TCR  rating  device. 


OONdUSIONS 

Excellent  agreement  was  obtained  between  JFTOT  heater  tube  deposit 
volumes  calculate  from  meeisurements  of  dielectric  breakdown  and  from 
optical  interference  cind  the  total  amount  of  caubon  measured  by 
combustion.  Tube  deposit  volumes  calculated  by  the  two  non-destructive 
meaisurements  could  be  used  in  place  of  total  carbon  measurements  to  make 
qucintitative  comparisons  from  304  stainless  steel  heater  tubes. 

As  practical  alternatives  to  combustion  analyses,  the  dielectric  and 
interference  methods  may  allow  the  use  of  aluminum  JFTOT  tubes  in 
quantitative  studies.  These  new  techniques  could  also  provide  a 
convenient  and  practical  means  with  which  to  study  the  relationships 
between  fuel  flow  and  deposit  characteristics  cind  to  determine  the 
influence  of  heater  tube  composition  without  resorting  to  combustion 
analyses  to  quantify  deposits.  The  thickness  profiles  obtained  by  those 
two  new  methods  have  also  demonstrated  instances  where  tlie  TDR  values 
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di^jToportionately  influenced  by  thin,  hi<^y  colored  deposits.  The 
failure  of  the  TER  to  respond  proportionately  to  certain  types  of  deposits 
poses  limitations  on  its  usefulness  as  a  tool  for  quantitative 
measurements. 

Hie  precision  of  the  volume  calculations  by  the  dielectric  and 
interference  methods  can  be  affected  by  extronne  radial  variations  in 
deposit  thickness.  Therefore,  in  those  instances  vhere  hic^er  precision 
is  desired,  it  may  be  necessciry  to  increase  the  number  of  measurements 
taken  around  the  tube  circumference. 
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I^le  1  “  JFTOT  Heater  Tube  Deposit  Measurements 


Total  Carbon, 


Total 
Delta  TDR 


Volume. 


Interferomet 


cu.mm. _ 

Dielectric 
_ BreaMown 


876-8 

965 

587.9 

819 

537.3 

628 

514.9 

790 

456.2 

731 

430.8 

772 

398.5 

685 

385.2 

476 

381.2 

634 

321.8 

612 

304.1 

672 

237.6 

594 

163.4 

374 

158.4 

283 

91.2 

494 

83.6 

626 

59.4 

317 

55.8 

345 

52.0 

445 

50.7 

419 

47.0 

355 

39.6 

150 

27.2 

299 

0.350 

0.6365 

0.4570 

0.4553 

0.4962 

0.4129 

0.4057 

0.4272 

0.4149 

0.3752 

0.310 

0.2627 

0.330 

0.3493 

0.260 

0.2182 

0.190 

0.1563 

0.110 

0.1238 

0.086 

0.0545 

0.055 

0.0237 

0.067 

0.0281 

0.053 

0.0233 

0.041 

0.0309 

0.041 

0.0194 

0.028 

0.0129 

0.016 

0.0086 

Table  2  -  Linear  correlation  Coefficients  from  Conparisons  of 
Post-Run  JFIDT  Heater  Tube  EJeposit  Evaluation  Methods 


Independent  Variable 

Total  Carbon 
Total  Carbon 
Optical  Volume 

Total  Delta  TDR 
Total  Delta  TDR 
Total  Delta  TDR 


Dependent  Variable 

Dielectric  Volume 
Optical  Volume 
Dielectric  Volume 

Total  CcU±XDn 
Dielectric  Volume 
Optical  Volume 


Correlation 

0.974 

0.971 

0.970 

0.748 

0.729 

0.707 


Total  Volume,  Cu.MM 


Deposit  Thickness  in  Micron 


Fig.  3, 


/  /  A  ^ 

j  L  ^90“ 

/  /  i  \  \ 
//  \\ 


Tube  Location  in  Millimeters 


Post-Run  Spatial  Measurements  of  Deposit  Thickness 
by  Interferometry  Along  Four  Sides  of  the  Tube 


t.»  I  »  I.  »  ♦  •  <  »  ' 


+  Tube  #37 
a  Tube  #48 


max=47 


max=28 


Tube  Location  in  Millimeters 


4.  Post-Run  Spatial  Measurements  by  Spun  TSR 


Average  Dielectric  Breakdown  Voltage 
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